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Abstract
We report about the beam test on a prototype of the balloon-based astronomical soft
gamma-ray polarimeter, PoGOLite (Polarized Gamma-ray Observer - Light Ver-
sion) conducted at KEK Photon Factory, a synchrotron radiation facility in Japan.
The synchrotron beam was set at 30, 50, and 70 keV and its polarization was mon-
itored by a calibrated polarimeter. The goal of the experiment was to validate the
°ight design of the polarimeter. PoGOLite is designed to measure polarization by
detecting a Compton scattering and the subsequent photo-absorption in an array of
217 well-type phoswich detector cells (PDCs). The test setup included a ¯rst °ight
model PDC and a front-end electronics to select and reconstruct valid Compton
scattering events. The experiment has veri¯ed that the °ight PDC can detect recoil
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electrons and select valid Compton scattering events down to 30 keV from back-
ground. The measure azimuthal modulations (34.4 %, 35.8 % and 37.2 % at 30,
50, and 70 keV, respectively) agreed within 10% (relative) with the predictions by
Geant4 implemented with dependence on the initial and ¯nal photon polarizations.
Key words: Polarization, Soft gamma-ray, Hard X-ray, Balloon experiment
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1 Introduction
Celestial X-ray and gamma-ray sources have been studied using their spec-
trum, time variability and 2-dimensional projected image. For many sources,
such observations alone do not identify the dominant emission mechanism
and polarization measurements are expected to yield important additional
information. Spectral dependence of polarization helps identifying the emis-
sion process and orientation of the polarization plane probes the distributions
of magnetic ¯eld, radiation ¯eld, and matter around the sources. Polariza-
tion measurement will be particularly important for study on gamma-ray
pulsars, accreting black holes, and jet-dominated active galaxies. Strong X-
ray and gamma-ray polarization can arise from synchrotron emission in or-
dered magnetic ¯elds, photon propagation in extremely strong magnetic ¯elds
(B > 1012 gauss) and anisotropic Compton scattering [1].
Despite potential importance of polarization measurement, there has been only
one signi¯cant polarization detection in the X-ray band (2.6 and 5.2 keV) from
the Crab nebula with an instrument aboard the OSO-8 satellite [2,3]. Due to
its small e®ective area, the instrument could not detect polarization from the
Crab pulsar and other sources [4,5]. In the hard X-ray and gamma-ray band,
polarization has not been detected signi¯cantly for objects other than the sun.
There is a report of polarization detection from a gamma-ray burst with an
instrument on the RHESSI satellite in 2002 [6]. This claim has been seriously
challenged and hence remains controversial [7,8].
Polarization measurements are known to be most e®ective in the hard X-
ray and soft gamma-ray band where non-thermal processes are expected to
produce high degrees of polarization. Two techniques have been developed
to measure X-ray or soft gamma-ray polarization from astrophysical sources.
Below 10 keV, polarization can be deduced by tracking the electron from
photo-absorption in an imaging gas detector. From about 25 keV to a few
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hundred keV, polarization can be determined by measuring the azimuthal an-
gle distribution of Compton scattered photons. To apply the former technique
to astronomical observation, an instrument has to be launched into a satellite
orbit. Instruments relying on the latter technique can make observation on a
high altitude balloon because the atmospheric overburden (» 3 ¡ 4 g/cm2)
is transparent in its energy range (> 25 keV). However the large background
produced by cosmic-ray particles in this energy band poses big challenge for
detector design.
Several instruments are under development to detect X-ray or gamma-ray po-
larization from astronomical sources on the Compton scattering technique:
some are designed for °ights on a balloon and other on a satellite. Most in-
struments set their primary target at gamma-ray bursts including POLAR [9]
(E =10¡300 keV, satellite) and GRAPE [10] (E =50¡300 keV, long-duration
balloon or satellite). PHENEX [11] is designed to detect 10 % polarization
from Crab nebula in the 40¡300 keV range in a 3-hour balloon observation.
CIPHER [12] is designed for observing steady objects in the energy range be-
tween 10 keV and 1 MeV with capability of detecting 5 % polarization in the
Crab nebula in a 3-hour observation on a satellite orbit.
Polarized Gamma-ray Observer - Light Version (PoGOLite) is a balloon-borne
astronomical soft gamma-ray polarimeter and measures polarization in the en-
ergy range of 25¡100 keV by using the azimuthal angle anisotropy of Compton
scattered photons. Its design is based on the well-type phoswich technology
proven to be very e®ective in reducing cosmic-ray background through the
WELCOME balloon experiment [13{19] and the Suzaku Hard X-ray Detector
[20{26]. A maiden balloon °ight of PoGOLite is scheduled in 2009.
The instrument (PoGO) was originally designed to record Compton scattering
and photo-absorption in an array of 397 phoswich detector cells (PDCs) made
of plastic and bismuth germanate oxide (BGO) scintillators, surrounded by
active BGO shields [27,28]. Through the detector simulation and design, cost
estimation, and prototype testing, we reached the lighter version of the orig-
inal PoGO design, PoGOLite. The lighter-weight design will allow to reach
a higher altitude (42 km with a 1 million m3 balloon) and the lower energy
limit to 25 keV. The lighter design also simpli¯es implementation of rotating
mechanism around its axis, which is essential in reducing systematic errors
in polarization measurement. The pointing system and gondola design have
been adopted from the °ight-proven High Energy Focusing Telescope (HEFT)
design [29]. The overall design of the PoGOLite polarimeter and gondola has
incorporated features needed to make long duration balloon °ights from Swe-
den to North America.
The PoGOLite detector consists of a hexagonal close-packed array of 217 well-
type PDCs and side anti-coincidence detectors (SAS) made of BGO scintil-
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Fig. 1. The PoGOLite detector array. Vertical cross-section AA' (left) and top view
(right).
Fig. 2. A schematic view of a PDC and photographs of the component scintillators.
The diameter of PMT is 2.6 cm and the width of scintillators is 2.8 cm.
lators, as shown in Fig. 1. Each PDC, as shown in Fig. 2, is composed of a
thin-walled tube (well) of slow plastic scintillator at the top (°uorescence de-
cay time 230 ns), a solid rod of fast plastic scintillator (decay time 2 ns), and
a BGO crystal at the bottom (Bottom BGO) (decay time 300 ns), all viewed
by one photomultiplier tube (PMT). The wells serve as an active collimator,
the fast scintillator rods as Compton scatterer and active photon detectors,
and the bottom BGOs act as a lower active shield. The energy deposited in a
valid Compton scattering event is measured at least two locations in the fast
scintillators, at the Compton scattering site and the photo-absorption site.
The direction of the scattered photon is deduced from the relative magnitudes
of the energy deposited at these locations and the polarization is simply deter-
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mined from the distribution of azimuthal scattering angles. Signals from the
fast scintillator and those from the slow/BGO scintillator can be discriminated
by their temporal pro¯les (Pulse Shape Discrimination, PSD). In the present
beam test, we compared the outputs from two ampli¯ers with two di®erent
shaping times.
Major background sources are cosmic-rays, atmospheric gamma-rays and as-
tronomical gamma-rays. The detector response to the latter two kinds has
been studied by Monte Carlo simulation with a background model for the
balloon environment [30]. If gamma-rays enter the Compton scatterer from
the aperture, they become irreducible background. Gamma-rays can be scat-
tered in the collimator without being detected and hit the Compton scatterer,
they also become background. These gamma-rays are reduced by making the
aperture narrow (» 2:3£ 2:3 deg2), surrounding the Compton scatterer with
thick BGO crystals, and imposing energy depositions compatible with Comp-
ton scattering. Background related to charged cosmic-rays is eliminated by
the BGO shields and the active collimator embedded in the phoswich cells.
Background due to neutrons is reduced to a negligible level by tight Compton
kinematics ¯lter. The background rate is expected to be equivalent to about
10 mCrab at 40 keV. With this low background and the large e®ective area
(about 260 cm2 at 40 keV), PoGOLite is able to detect 10% plane-polarized
signal from a 100 mCrab source in a single 6-hour °ight.
Prior to the present beam test, we had completed two rounds of prototyping
and testing on polarized gamma-ray beams. The ¯rst beam test was performed
in 2003 at the Advanced Photon Source Facility of the Argonne National
Laboratory. The prototype detector was made of 7 fast plastic scintillation
counters spaced wider than the °ight model design. The azimuth modulation
was measured at beam energies of 60, 73 and 83 keV. The analysis led to
¯nding errors in the treatment of photon polarization in Compton/Rayleigh
scattering in Geant4 [31]. In 2004, a second experiment was conducted at the
Photon Factory of High Energy Accelerator Research Organization (KEK-PF)
in Japan. In this experiment, 7 fast plastic scintillation counters were laid out
identical to the °ight model design. The test covered the lower energy range
(30¡70 keV) [32].
The goals of the present beam test are:
² Measure the modulation factor and the detection e±ciency accurately with
a °ight model phoswich detector cell in the lower energies;
² Establish e®ective background ¯ltering procedure;
² Make a quantitative comparison between the measured detector perfor-
mance and the Geant4 simulation.
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2 Phoswich detector cell
The ¯rst °ight model phoswich detector cell (PDC) has been used as the
Compton scatterer in the present beam test. We note the energy deposited
at the Compton site by the recoil electron is much lower than that at the
photo-absorption site and hence detection of the electron signal in the fast
scintillator poses a challenge.
Figure 2 shows a schematic view of the PDC and photographs of the compo-
nents. The fast and slow plastic scintillators were produced by Eljen Technol-
ogy in Texas, USA (EJ-204 and EJ-240, respectively). The BGO scintillators
were provided by The Nikolaev Institute of Inorganic Chemistry in Novosi-
birsk, Russia. The fast and slow scintillators were wrapped in VM2000 sheets
manufactured by 3M. The same re°ective sheet was inserted inside the slow
scintillator well to re°ect back fast scintillator light yield. The slow scintillator
was then wrapped with a thin tin foil and a thin lead foil (50 ¹m thick). These
foils provide passive collimation for gamma-rays. The BGO scintillator was
coated with a re°ective layer of BaSO4. The entire assembly was covered by a
shrink tube to secure the metal foils and re°ective sheets in place. The PDC
was attached to Hamamatsu Photonics R7899EGKNP PMT assembly with
silicone rubber. The same PMT same assembly will be used in the PoGOLite
°ight model. The assembly has a built-in power supply and provides stable
high voltage (HV) within modest power consumption of about 300 mW/unit
[32]. The HV ripple is » 0:05 photoelectrons level at a gain of 106.
The PMT signals from the last dynode were used for pulse shape discrimi-
nation of the fast scintillator hits from those in the slow scintillator and the
BGO. In the present test, the signals were fed to a charge-sensitive ampli¯er
(CSA, Clear Pulse 557), with a fanned-out output. The output of CSA was fed
into two kinds of shaping ampli¯ers which had di®erent time constants, 50 ns
(`fast amp', Clear Pulse 4056) and 1 ¹s (`slow amp', Clear Pulse 4066). Since
the °uorescent decay times of the BGO (» 300 ns) and the slow scintillator
(» 230 ns) were longer than the time constant of the fast amp, only the ¯rst
portion of the charge was integrated for the BGO and slow scintillators, while
the fast scintillator signal was fully integrated by the fast amp. On the other
hand in the slow amp, almost all of the charge was integrated for all scintil-
lators. Therefore for the slow signals, the ratio of the fast shaping output to
the slow shaping output was smaller than that for the fast signals. The PSD
for a PDC was tested with a 241Am source prior the beam test. The output
pulse shape of the fast and slow shaping ampli¯ers corresponding to a 59.5
keV gamma-ray signal from a 241Am source are shown in Fig. 3. As expected,
the ratio of the fast to the slow amp outputs are signi¯cantly di®erent. This
is referred to as a double integration method of PSD [13{15,20{26].
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Fig. 3. The output pulse shape of the fast and slow shaping ampli¯ers for the 59.5
keV photoelectric absorption signal from the fast scintillator (left) and the BGO
scintillator (right). The ratio of the fast shaping output voltage to the slow shaping
output voltage is di®erent.
The possible e®ect of charged cosmic-ray hits in the slow scintillator and BGO
crystal on the fast scintillator signal was tested by measuring the 241Am spec-
trum in the fast scintillator while the slow or BGO scintillator was irradiated
with a 90Sr ¯-ray source. Signal events (gamma-rays from 241Am) were selected
by comparing the output voltage of the fast and slow ampli¯ers (Fig. 4 and
5 left). Clean hits on the fast scintillator enter the dashed region: They are
clearly separated from hits in the slow/BGO scintillator (background events).
Projections of the two dimensional distributions of all events and selected fast
events onto the vertical axis are given in Fig. 4 and 5 for data taking with
90Sr on the slow scintillator and the bottom BGO respectively. The 241Am
spectrum including the photoelectric peak at 59.5 keV is recovered with no
signi¯cant distortion. To evaluate possible e®ect charged particle cosmic-ray
makes, the FWHM resolution for the photoelectric peak was calculated. The
result was, 44§1% and 42§1%, obtained for the slow-irradiated and the BGO-
irradiated data, respectively while the FWHM resolution was 42§1% without
90Sr. The spectra obtained by these three kinds of setups are summarized in
Fig. 6. We conclude that background rejection using the phoswich technique
reduces background e±ciently without distorting the signal spectrum.
3 Beam test results
The prototype PoGOLite detector used in the test is constructed with 7 units,
with one °ight model PDC at the center. This was tested at KEK-PF during
December 5¡12, 2005.
During this experiment, backgrounds were not created arti¯cially. Thus the
slow and BGO scintillators were used to only reduce environmental radiation
events. Polarization measurement under a high background, which may be
made by radioactive sources, is scheduled at the next time at KEK-PF.
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Fig. 4. Left: the relationship between the output of fast shaping ampli¯er and the
slow shaping ampli¯er when the slow scintillator was irradiated by a 90Sr source.
The events surrounded by dashed lines are from the fast scintillator (`fast branch').
Right: total (thin line) and selected (thick line) spectra. The photoelectric peak at
59.5 keV appears clearly after the selection.
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Fig. 5. Same for Fig. 4, but with the BGO scintillator irradiated by a 90Sr source.
3.1 Setup and data taking
The prototype detector in the present test is shown in Fig. 7. The center unit
is the ¯rst °ight model PDC and the surrounding 6 units are made of the fast
plastic scintillator rods of the °ight model design but do not have the slow
plastic scintillator well nor the bottom BGO. BGO crystals were substituted
with acrylic light guides. The fast scintillators of the surrounding 6 units were
wrapped with VM2000 and the light guides were covered by polytetra°u-
oroethylene tape. Each unit was attached to a Hamamatsu R7899EGKNP
PMT assembly.
The experiment was carried out at station A of beam line 14 (BL14A). The
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Fig. 6. Three spectra obtained with the background free setups (Am only), 90Sr
background irradiating the slow scintillator (Sr for slow) and 90Sr background ir-
radiating the BGO scintillator (Sr for BGO). The count rates are di®erent due to
dead time.
Fig. 7. A photograph of the PoGOLite prototype detector used in the December
2005 KEK-PF experiment.
Fig. 8. A photograph of the setup in the BL14A experimental hutch at KEK-PF.
The instrument covered with a black sheet is attached to the experiment table on
the right-hand side.
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Fig. 9. The layout and numbering scheme of the prototype detector array at 0±,
viewed from the beam origin. The central one (Ch.1) is the PDC unit.
setup is shown in Fig. 8. The BL14A can deliver a vertically plane-polarized
beam via two monochromator Si(553) crystals between 30 keV and 80 keV.
Data were taken at beam energies of 30, 50 and 70 keV. Although the de-
tectable energy of PoGOLite goes down to 25 keV, we could not take a data
of 25 keV. The intensity of the beam was reduced » 5000 times with metal at-
tenuators made of tungsten and lead in order to prevent pile-up. The beam was
collimated to a cross-sectional size of 1 mm squared by thick tantalum plates.
The central PDC unit of the detector array was irradiated, and thereby acted
as an active scatterer with the six peripheral units absorbing the scattered
photons. The numbering scheme of the units and orientation of the polar-
ization plane (`0 degree') are shown in Fig. 9. The instrument was rotated
around the center of Ch.1 at 15± steps in the anti-clockwise direction covering
the whole azimuthal angle. The count rates measured in each peripheral unit
were modulated depending on the rotation angle. Since photons tend to be
scattered in the direction perpendicular to the polarization vector, the count
rates of Ch.2 and Ch.5 are predicted to be minimum at 0± and 180± and to be
maximum at 90± and 270±.
The data acquisition (DAQ) system used in the beam test is shown in Fig. 10.
The signals from the PMT anodes were used to trigger the DAQ. They were
¯rst ampli¯ed by a factor of 10 with current ampli¯ers. The outputs of the
ampli¯ers were fed into the discriminators. Their threshold levels were about
0.3 photoelectrons and the width of the output signal was 50 ns. The outputs of
discriminators were fed into a linear fan-in module and a discriminator (N.I.M.
standard) to allow a hardware coincidence to be formed. The discriminator
threshold voltage was set to ¡1 V. When at least two sensors ¯red, a DAQ
cycle was initiated. Using this system, the coincidence of any combination
of the units could be studied. The output from the last discriminator was
widened (and delayed) with gate generators (`G.G.' in Fig. 10), and fed into
a digital I/O board (Clear Pulse 2610) which acted as an interrupt register,
and into the gate or sample hold (S/H) inputs of the ADC boards (Clear
Pulse 1113A, peak hold type). When a signal is sent to the interrupt register,
a Linux computer started to read out the ADCs via a VME bus, and a veto
signal for the discriminators was asserted. The veto signal was cleared when
DAQ cycle ended. The dead time was monitored by a 1 MHz clock and a scaler
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Fig. 10. The data acquisition system of the experiment. `G.G.' means a gate gener-
ator and `S/H' means a sample hold input.
and used to correct the count rates o®-line. The dead time per event was about
130 ¹s. The PMT signals from the last dynodes were used for spectroscopy.
The analog system used for the PDC in this experiment was same as for the
experiment described in section 2. For the peripheral 6 units, we installed only
fast shaping ampli¯ers.
Knowledge of the number of incident photons is needed to estimate the de-
tection e±ciency. Since we could not attach another detector due to space
constraints in the beam line, the beam intensity was estimated by the photo-
absorption rate at Ch.1. Therefore, a 10 minute run with Ch.1 trigger was
inserted before each coincidence trigger run at an azimuth angle. The setup
of Ch.1 trigger was realized by skipping the linear fan in and the subsequent
discriminator. The number of incident photons was estimated by a combina-
tion of the simulation and the photo-absorption rate at Ch.1 (see x3.3). The
background data were obtained after the 345±-run for each beam energy, once
per a full azimuth rotation.
The polarization degree of the beam is essential in evaluating detector modu-
lation factor. We used a polarization monitor consisted of a small cylindrical
plastic scintillator (2.5 cm Á and 2 cm thick) glued to a PMT (Hamamatsu
R7899EGKNP) and a small CdTe detector (1:8£ 2:0£ 2:0 mm crystal, Clear
Pulse 181820). The monitor is shown in Fig. 11. The plastic scintillator and
the CdTe detector were mounted on a turntable. The rotation axis of the table
was aligned with the beam axis. The plastic scintillator was placed at the cen-
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Fig. 11. A photograph of the calibration polarimeter. To shorten measurement time,
the CdTe detector was closer to the plastic scintillator (4 cm away) during the
measurement.
ter of the table, and the CdTe detector was placed 4 cm away from the plastic
scintillator. When the table was rotated, the CdTe detector moved around the
plastic scintillator scatterer in an azimuthal range of 180±. We have simulated
the modulation factor for the polarization monitor with Geant4 and 90 % for
the full polarization was derived. The beam polarization was measured to be
0:91§ 0:01, 0:92§ 0:01 and 0:91§ 0:01 for 30, 50 and 70 keV, respectively.
3.2 Data analysis
Selection of clean events hitting the fast scintillator was done on the two-
dimensional distribution of the two pulse-heights, one from the fast integrator
and the other from the slow integrator. The two dimensional distribution for
signals from Ch.1 taken in the 50 keV coincidence run is shown in the left
panel of Fig. 12. Clean hits in the fast scintillator are separated from hits
in the slow/BGO scintillator. The events with entries in the `fast branch'
(the dashed region in Fig. 12 left) include Compton-scattered events. Spectra
for the un¯ltered and ¯ltered events are shown by thick and thin solid line,
respectively in the right panel of Fig. 12. Events in the high energy range,
corresponding to ambient background, were signi¯cantly reduced.
The energy was calibrated by using the 50 keV photoelectric peak in the
¯ltered events. The ADC pedestal were obtained using test pulses.
The second step of data analysis is to select events with a photo-absorption site
and a Compton scattering site. In the present setup, the Compton scattering
site is Ch.1. This selection is done by examining the energy deposits in Ch.1
(E1) and the sum of the energy deposit in Ch.1 and the photo-absorption site,
one of Ch.2¡7 (Etot). Distribution of the two energies for coincidence events
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Fig. 12. Left: relation between the output of fast shaping ampli¯er and that of
slow shaping ampli¯er for Ch.1 taken in the 50 keV coincidence run. Right: total
(thin line) and selected (thick line) spectra for the 50 keV beam. Events in the
high energy range, which were room background and cosmic-rays, were signi¯cantly
reduced after the selection. Saturated in the slow shaping, these events do not appear
in the left-hand ¯gure.
are shown in the left panels of Fig. 13¡15.
The region surrounded by the dashed line contains events where incident
gamma-rays were scattered in Ch.1 and photo-absorbed in Ch.2¡7, `valid
Compton scattering events.' The coincidence condition was applied as a part
of o®-line data analysis: the selection criteria were set to maximize the num-
ber of Compton scattering events, while reducing background events (photo-
absorption in Ch.1, accidental coincidence between the beam and the room
background). The criteria were:
² 30 keV run: 1 keV · E1 · 12 keV, 15 keV · Etot · 55 keV and Etot ¸
1:65E1.
² 50 keV run: 1 keV · E1 · 25 keV, 30 keV · Etot · 80 keV and Etot ¸
1:65E1.
² 70 keV run: 1 keV · E1 · 35 keV, 45 keV · Etot · 100 keV and Etot ¸
1:65E1.
This procedure corresponds to Compton kinematics ¯ltering. The same criteria
were applied to the background runs and the background were subtracted
from the beam data, after the dead time correction. The background events
accounted for » 5% for 30 and 50 keV and » 15% for 70 keV.
The numbers of signal events for each coincidence combination for 3 coplanar
pairs, Ch.2 and Ch.5, Ch.3 and Ch.6 and Ch.4 and Ch.7 were plotted as a
function of azimuthal angle settings in the right panels of the Fig. 13¡15. The
curves show the best-¯t cosine functions.
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Fig. 13. Left: relation between energy deposit in the central sensor and the sum
of the energy deposit in Ch.1 and in one of Ch.2¡7 for the 30 keV beam. Right:
modulation of the rates as the function of the rotation angle for the 30 keV beam.
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Fig. 14. Same as Fig. 13, but for the 50 keV beam.
The modulation factor, Mobs, is de¯ned on the maximum and the minimum
ratios (Rmax and Rmin, respectively) as,
Mobs =
Rmax ¡Rmin
Rmax +Rmin
:
The expected modulation factor for 100% polarized gamma-rays, M100, is de-
¯ned as M100 = Mobs=P , where P is the degree of polarization of the beam.
We obtained M100 to be 0:344§ 0:004, 0:358§ 0:012 and 0:372§ 0:011 for 30,
50 and 70 keV, respectively. 1 These results clearly show that polarization can
be determined using the °ight model PDC.
1 The same Compton kinematics ¯ltering described above was applied for the data-
sets acquired with the Ch.1 single trigger. Modulation factors were obtained as
0:346 § 0:008, 0:360 § 0:008 and 0:380 § 0:009 for 30, 50 and 70 keV, respectively.
They were consistent with the results of the coincidence trigger run.
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Fig. 15. Same as Fig. 13, but for the 70 keV beam.
3.3 Comparison with simulation
In this section, the experimental results are compared to simulated data. The
simulation was performed with using the Geant4 Monte Carlo package. The
treatment of the polarization vector of the Compton/Rayleigh scattered pho-
tons was modi¯ed [31]. The number of incident photons was 106 at each rota-
tion angle. The results from the simulation are given in Table 1, together with
the corresponding measurement at various energy bands. These results agree
with the experimental results to an accuracy of » 10%.
Detection e±ciencies were calculated. The total number of the incident pho-
tons in the experiment, N0, are estimated by N0 = Nabs=p, where Nabs is the
number of the photo-absorption events in Ch.1 corrected with dead time, and
p is the simulated fraction that photo-absorption occurs in Ch.1. The detec-
tion e±ciency is de¯ned by the total number of the `valid Compton scattering
events' divided by N0. The resulting values are given in Table 1. The detection
e±ciencies agree within 10% between the experiment and the simulation. Fig.
16 shows the energy dependence of the detection e±ciency derived from the
experiment and the simulation.
The small di®erences between experiment and simulation for both of the mod-
ulation factors and the detection e±ciencies could be due to the misalignment,
uncertainties in the background subtraction, the uncertainty of the simulation
and the complex light output response of the plastic scintillator (quenching
e®ect, position dependency and so on).
We conclude the Geant4 simulation with our modi¯cation [31] reproduced the
experimental modulation factor and the detection e±ciency within » 10%
(relative). The prototype phoswich polarimeter performs in line with the ex-
pectations derived from the Geant4 simulation. Some di®erences remained,
however, and will be the subject of further careful examination.
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Table 1
The comparison of the experimental results to the simulated values of the modula-
tion factor and the detection e±ciency. Errors include both statistical and system-
atic errors.
Energy [keV] Modulation factor Detection e±ciency [%]
experiment simulation experiment simulation
30 0:344§ 0:004 0:388§ 0:003 3:69§ 0:12 3:974§ 0:005
50 0:358§ 0:012 0:403§ 0:005 2:86§ 0:07 2:610§ 0:004
70 0:372§ 0:011 0:409§ 0:009 1:38§ 0:09 1:341§ 0:002
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Fig. 16. Energy dependence of detection e±ciency for the prototype model used in
this experiment. The dots show the experimental value, while the line is the result
of the simulation.
4 Summary
In this work, the performance of a complete phoswich detector cell (PDC) and
a 7-unit prototype detector array including a PDC, have been studied for the
PoGOLite astronomical soft gamma-ray polarimeter. The energy spectra of
a 241Am source with and without ¯-ray background from a 90Sr source have
been measured. A clear separation of the fast and the slow signal was ob-
tained. After the pulse shape discrimination, the resolutions of the 59.5 keV
photo-absorption peak were consistent, which demonstrated that the phoswich
technique reduced background e±ciently. In order to measure modulation fac-
tor and detection e±ciency of the prototype including a °ight model PDC
and to compare the polarimeter's performance to a Monte Carlo simulation,
a beam test was performed at BL14A in KEK-PF. The central PDC was ir-
radiated by a highly polarized photon beam. The energy of the beam was 30,
50 and 70 keV. A polarization signal was clearly identi¯ed. The experimental
result of the instrument modulation factors were compared to those derived
from a simulation using the Geant4 package. They agreed with the results
16
of the simulation within » 10% accuracy. The detection e±ciency of Comp-
ton scattered events was also determined. These values were reproduced by
the simulation to < 10 %. These results con¯rm that the prototype phoswich
polarimeter design adopted by PoGOLite performs in line with expectations
from simulations.
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